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Abstract 



In order to demonstrate the usefulness of the only one 
existing method for systematic error estimation in VNA (Vec- 
tor Network Analyzer) measurements by using complex DERs 
(Differential Error Regions), we compare one-port VNA mea- 
surements after the two well-known calibration techniques: 
the quick reflection response, that uses only a single S 
(Short circuit) standard, and the time-consuming full one- 
port, that uses a triple of SLO standards (Short circuit, 
matching Load, Open circuit). For both calibration tech- 
niques, the comparison concerns: (a) a 3D geometric represen- 
tation of the difference between VNA readings and measure- 
ments, and (b) a number of presentation figures for the DERs 
and their polar DEIs (Differential Error Intervals) of the 
reflection coefficient, as well as, the DERs and their rec- 
tangular DEIs of the corresponding input impedance. In this 
paper, we present the application of this method to an AUT 
(Antenna Under Test) selected to highlight the existence of 
practical cases in which the time consuming calibration tech- 
nique results a systematic error estimation stripe including 
almost all of that of quick calibration. 



Introduction 

The systematic error in a 
full one-port calibrated VNA 
measurement p of a given one- 
port DUT (Device Under Test) 
is already estimated by its 
DER [1] - [2] : 

p = (m - D)/[M(m - D) + R] (1) 



dp = [- RdD - (m - D) 2 dM - 
- (m - D)dR + Rdm] / 

/ [M(m - D) + R] 2 (2) 

where m is the VNA complex 
reading and D, M and R are 
the complex system errors of 
Fig. 1. 

The relations holding be- 
tween this complex reflection 
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coefficient p and its respec- 
tive impedance Z, as well as, 
between their DERs are [1] - [2] : 

Z = Z 0 (l + p)/(l-p) (3) 

dZ = 2Z G dp/(l - p) 2 (4) 

In this paper, we express 
the DERs for systematic error 
estimation in VNA measure- 
ments calibrated by the much 
simpler and quicker reflec- 
tion response technique, in 
order to be in place to make 
some practical decisions from 
the different calibration tech- 
niques comparison. 



1 




R 



Fig. 1: Full one-port error 
model 

Response Calibration 

The reflection response ca- 
libration technique can be 
accomplished with the mea- 
surement of only one standard 
load, instead of three in 
full one-port, usually of a S 
short circuit [3] -[4]. This 
means that the flow graph of 
Fig. 1 is simplified a lot, 
since the two surrounded by 
dashed boxes system error 
branches of directivity D and 
source match M do not exist, 
equivalently D = 0 and M = 0 
and (1) results to: 



R = m/ps = s/S (5) 

where s is the VNA complex 
reading of the S short cir- 
cuit standard with a nominal 
value of S = - 1, m is the com- 
plex reading of a given DUT 
and ps is its complex reflec- 
tion coefficient as it is 
measured after this response 
calibration : 

p s = (m/s)S (6) 

which, from (2), has the dif- 
ferential error: 

dps = (S/s)dm - (Sm/s 2 )ds + 

+ (m/s)dS (7) 

The corresponding total DER 
is then the sum of L = 3 par- 
allelograms. Therefore, this 
DER contour is a polygonal 
line with 4L = 12 line seg- 
ments and vertices at most, 
in contrast with the DER of 
the measurement after a SLO 
full one-port calibration, 
which is a piecewise curve com- 
posed of 4(L - 1) = 24 line 
segments, 4(L - 1) = 24 circu- 
lar arcs and 8(L-1)=48 ver- 
tices, at most [1] - [2] . 

Application Results 

By following the error es- 
timation process, we already 
detailed in [l]-[2], we take 
as dS the considered manufac- 
turers' standard S uncer- 
tainty data: 

-0.01 < d | S | < 0, -2° < dzS < +2° 
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and as dm and ds the VNA in- 
accuracy of ±1 digit in LSD 
of their corresponding read- 
ings, for either the ampli- 
tude in decibels or the phase 
in degrees. Moreover, the one- 
port DUT that was considered 
is the same typical UHF ground- 
plane antenna (that is: AUT) 
mentioned in [1] . 

The difference between the 
3 nominal values (-1, 0, 1) 
of the 3 full one-port cali- 
bration standards (S, L, 0), 
respectively, and their 3 cor- 
responding VNA readings (s, 

1, o), can be estimated by 
the extent of the surfaces 
shown in the triptych of Fig. 

2, where the vertical axis 
segment represents the range 
of the distinct stepped fre- 
quencies. Each surface is for- 
med by parallel to horizontal 
plane lines. Each such line 
expresses the complex differ- 
ence between the standard no- 
minal value and its corre- 
sponding VNA reading, in each 
stepped frequency. 

In the triptych of Fig. 3, 
and from left to right we 
have the difference surfaces 
made by distance lines be- 
tween : 

(a) the measured reflection 
coefficient p after a full 
SLO one-port calibration 
(black solid points) and the 
corresponding VNA readings m 
for the AUT measurement (col- 
ored magenta points), 



(b) the measured reflection 
coefficient ps after S re- 
sponse calibration (black 
ring points) and the corre- 
sponding VNA readings m for 
the AUT measurement (colored 
magenta points), and 

(c) the two measurements (p, 
Ps) . 

All the involved, previ- 
ously shown, quantities are 
projected on the horizontal 
complex plane of Fig. 4. The 
magenta colored spiral repre- 
sents m, while, the black 
curves the reflection coeffi- 
cient: solid points, for p, 

and ring points for ps. All 
of 1 VNA readings are close 
enough to complex origin (co- 
lored green points). It is 
rather difficult to distin- 
guish the two curves for s 
and o VNA readings, which are 
close enough to the unit cir- 
cle circumference (colored 
red solid points and colored 
blue ring point, respec- 
tively) . 

The p-DERs and ps-DERs, 
for all 4 MHz stepped fre- 
quencies covering the range 
of [600, 1000] MHz, are over- 
lapped on the complex plane 
of Fig. 5, forming a light 
and a dark gray stripes, re- 
spectively. From each stripe 
we selected 11 DERs out of 
101, drawn with dark gray and 
white colors respectively, to 
illustrate their outline de- 
pendence on frequency. 
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1 V 1 .08 .08 1 1 

Fig. 2: Difference between s and S, 1 and L, o and 0 




Fig. 3: Difference between m and p, m and ps, p and ps. 
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Fig. 4: VNA s, 1, o, m readings and p, ps measurements. 



Moreover, we selected to 
magnify a part of this figure 
in the sub-range of [892, 
1000] MHz, to further illus- 
trate the DER outlines and 
their overlapping in Fig. 6, 
where the clearly shown rip- 
ple of the simple response 
calibration stripe over the 
relatively smooth full one- 
port calibration stripe re- 
veals the superiority of the 
latter in the production of 
more accurate measurements. 

The comparison between the 
AUT measurements based on 



these two calibration tech- 
niques is extended to the 
comparison against the fre- 
quency : 

(a) of the computed polar 
DEIs of the reflection coef- 
ficient magnitude and argu- 
ment stripes in Fig. 7, 

(b) of the rectangular DEIs 
for the corresponding R input 
resistance and X input reac- 
tance stripes, in Fig. 8 and 

(c) of the Z-DERs, and Zs- 
DERs stripes in Fig. 9. 
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Fig. 5: Complex p-DERs and ps-DERs in [600, 1000] MHz 




Fig. 6: Complex p-DERs and ps-DERs in [892, 1000] MHz 



FUNKTECHNIKPLUS # JOURNAL 



V2-46 



ISSUE 2 - YEAR 1 



VNA UNCERTAINTY PART 3: SHORT ONE -PORT CALIBRATION - COMPARISON 




600 700 800 900 1000 



Frequency, MHz 

Fig. 7: Polar DEIs of reflection coefficient 




600 700 800 900 1000 

Frequency, MHz 

Fig. 8: Rectangular DEIs of input impedance 
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Fig. 9: Complex Z-DERs and Zs-DERs in [600, 1000] MHz 



Conclusion 

From all that, it must be 
clear now that in this inten- 
tionally selected for presen- 
tation particular AUT case 
there was no advantage at all 



in selection of full one-port 
calibration over the reflec- 
tion response one, due to their 
remarkable in all aspects co- 
incidence. Of course this is 
just another one conclusion 
a-posteriori . 
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